S1 Table.	GC/MS assay validation
	
	Intraday (n=5)
	Interday (n=5)

	Compound
	Concentration
	Precision
	Accuracy
	Precision
	Accuracy

	
	(μg / mL)
	Mean ± SD (RSD)1
	Bias (%)2
	Mean ± SD (RSD)1
	Bias (%)2

	CBD
	3.0
	2.93 ± 0.02 (0.7)
	- 2.2
	2.91 ± 0.05 (1.7)
	- 3.0

	
	15.0
	14.37 ± 0.08 (0.5)
	- 4.2
	14.37 ± 0.24 (1.7)
	- 4.2

	
	40.0
	36.50 ± 0.45 (1.2)
	- 8.7
	39.43 ± 0.61 (1.6)
	- 1.4

	
	130.0
	121.52 ±1.38 (1.1)
	- 6.5
	124.18 ± 2.77 (2.2)
	- 4.5

	THC
	3.0
	3.07 ± 0.07 (2.3)
	+ 2.3
	3.19 ± 0.03 (0.9)
	+ 6.3

	
	15.0
	15.30 ± 0.15 (1.0)
	+ 2.0
	14.56 ± 0.11 (0.8)
	- 3.0

	
	40.0
	39.65 ± 0.36 (0.9)
	- 0.9
	39.72 ± 0.67 (1.7)
	- 0.7

	
	130.0
	135.55 ± 1.51 (1.1)
	+ 4.3
	130.91 ± 0.27 (0.2)
	+ 0.7

	CBN
	3.0
	3.26 ± 0.19 (5.8)
	+ 8.7
	3.03 ± 0.04 (1.5)
	+ 0.9

	
	15.0
	14.79 ± 0.30 (2.0)
	- 1.4
	14.89 ± 0.18 (1.2)
	- 0.7

	
	40.0
	37.55 ± 0.56 (1.5)
	- 6.1
	40.80 ± 0.55 (1.3)
	+ 2.0

	
	130.0
	136.87 ± 2.60 (1.9)
	+ 5.3
	134.38 ± 3.11 (2.3)
	+ 3.4


1 	Mean and SD in μg/mL, RSD in %.
[bookmark: _GoBack]2	Deviation from the target value. 
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