Antibody kinetics and serologic profiles of SARS-CoV-2 infection using two serologic assays

Oh Joo Kweon1, Yong Kwan Lim1, Hye Ryoun Kim1, Min-Chul Kim2, Seong-Ho Choi2, Jin-Won Chung2, Mi-Kyung Lee1*

1 Department of Laboratory Medicine, Chung-Ang University College of Medicine, Seoul, Republic of Korea, 2 Division of Infectious Diseases, Department of Internal Medicine, Chung-Ang University College of Medicine, Seoul, Republic of Korea

Abstract

Background

Coronavirus disease 2019 (COVID-19) is an emerging threat worldwide. This study aims to assess the serologic profiles and time kinetics of antibodies against severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) in patients with COVID-19 using two immunoassays.

Methods

A total of 97 samples serially collected from 17 patients with COVID-19 and 137 negative control samples were analyzed for IgM and IgG against SARS-CoV-2 using the AFIAS COVID-19 Ab (Boditech Med Inc., Chuncheon, Republic of Korea) and the EDI™ Novel Coronavirus COVID-19 ELISA Kit (Epitope Diagnostics, Inc., San Diego, CA).

Results

With both assays, IgM and IgG rapidly increased after 7 days post symptom onset (PSO). IgM antibody levels reached a peak at 15–35 d PSO and gradually decreased. IgG levels gradually increased and remained at similar levels after 22–35 d. The diagnostic sensitivities of IgM/IgG for ≤14d PSO were 21.4%/35.7~57.1% and increased to 41.2~52.9%/88.2~94.1% at >14 d PSO with specificities of 98.5%/94.2% for AFIAS COVID-19 Ab and 100.0%/96.4% for EDI™ Novel Coronavirus COVID-19 ELISA Kit. Among 137 negative controls, 12 samples (8.8%) showed positive or indeterminate results.

Conclusions

The antibody kinetics against SARS-CoV-2 are similar to common findings of acute viral infectious diseases. Antibody testing is useful for ruling out SARS-CoV-2 infection after 14 d PSO, detecting past infection, and epidemiologic surveys.
Introduction

Coronavirus disease 2019 (COVID-19), the lung disease caused by severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2), is an emerging threat to individual and public health. On March 11, 2020, the World Health Organization (WHO) declared COVID-19 a pandemic [1]. As of June 26, 2020, the number of patients infected with SARS-CoV-2 has exceeded 9,296,202 globally, and more than 479,133 people have died of COVID-19 in 216 countries [1].

Timely and accurate diagnosis of COVID-19 infection is important for appropriate treatment and limiting further spread of the virus [2]. The current gold standard for diagnosing SARS-CoV-2 infection is a molecular test using real-time reverse transcription-polymerase chain reaction (rRT-PCR) with respiratory tract specimens [2, 3]. However, the quality of PCR testing is critical in obtaining accurate results. Diagnostic accuracy of PCR testing is highly dependent on many factors, including sample types, sample collection methods, sample handling, sample transport and storage, presence of interfering substances, manual errors, and variety of targeted genes for diagnosis and primer designs [2, 4]. Obtaining nasopharyngeal or throat swabs is an uncomfortable procedure that can cause coughing and sneezing, which may generate aerosols as a potential hazard for healthcare workers [5].

Serologic testing is emerging as an additional diagnostic tool for COVID-19 [6]. Although the current role of serologic tests remains confined to epidemiologic purposes [7], accurate assessment of immunologic response may provide several benefits, including diagnosis of patients several days after symptom onset, diagnosis of suspected cases with repeatedly negative results by molecular test, identification of individuals who could serve as donors for plasma immunotherapy, determining the immune status of individuals, and monitoring immune responses to candidate COVID-19 vaccine candidates [8].

Understanding the kinetics of the immune response and antibody dynamics against SARS-CoV-2 is the cornerstone for serologic testing. This study reports the time kinetics of IgM and IgG antibodies in COVID-19 and assesses the serologic profiles of patients with COVID-19 using two commercially available serologic assays based on fluorescent immunoassay (FIA) and enzyme-linked immunosorbent assay (ELISA) from a single medical institution in Seoul, Republic of Korea.

Materials and methods

Ethics statement

The protocol was approved by the Institutional Review Board (IRB) of Chung-Ang University Hospital (Seoul, Republic of Korea; approval no. 2042-002-412), and informed consent was obtained from all study subjects.

Patients and samples

From February to June 2020, a total of 17 symptomatic patients with COVID-19 who were positive for SARS-CoV-2 from upper respiratory tract specimens were enrolled in the study from Chung-Ang University Hospital. Of these, a total of 97 serial serum samples (median 5 samples per patient, minimum 4, and maximum 9) were collected, and their serological profiles were assessed. Twelve (70.6%) patients were male, the median age was 62 yrs (minimum 20, and maximum 91), and all patients were Korean except for one Polish patient. Symptoms used for patient selection included upper/lower respiratory symptoms, fatigue, headache, body ache, fever, chills, diarrhea, nausea, vomiting, loss of taste or smell, and/or chest pain [9].

As a negative control, 137 serum samples were obtained from 137 subjects with negative results on SARS-CoV-2 molecular tests with respiratory samples. The median age of the
negative control group was 61 yrs, and 73 patients (53.3%) were male. Among 137 patients, 6 (4.4%) patients had a history of CoV other than SARS-CoV-2, such as human CoV (HCoV)-229E, HCoV-NL63, or HCoV-OC43. They were infected with other CoVs several months ago (median 4 months, minimum 2 months, and maximum 8 months).

All serum samples used in this study were remnant samples after analysis for clinical care and were stored at -70°C until analysis.

Serologic assays
Detection of anti-SARS-CoV-2 antibody IgM/IgG was performed with two serologic assays, AFIAS COVID-19 Ab (Boditech Med Inc., Chuncheon, Republic of Korea), an FIA, and EDI™ Novel Coronavirus COVID-19 IgG/IgM ELISA Kit (Epitope Diagnostics, Inc., San Diego, CA).

The AFIAS COVID-19 Ab (hereafter, AFIAS) assay is a sandwich FIA for automatic qualitative/semiquantitative (through signal intensity, cut-off index (COI)) determination of IgG and IgM antibodies separately against SARS-CoV-2 using recombinant nucleocapsid protein as an antigen [10]. This assay is a point-of-care test and reports results within 20 minutes using whole blood, serum, or plasma. For testing, 100 μL of serum was dispensed into the sample well on the cartridge. After loading the cartridge into the AFIAS-6 system (Boditech Med Inc.), all procedures from loading the buffer into the cartridge to obtaining test results were conducted automatically. Briefly, a fluorescence-labeled conjugate in dried detection buffer binds to the antibody in a sample to form antibody-antigen complexes. The complexes migrate onto the nitrocellulose membrane and are captured by immobilized-anti-human IgG and anti-human IgM on the test strip. The presence of more antibodies in the sample results in formation of more antigen-antibody complexes and leads to stronger intensity fluorescence signal on detector antigen, which is processed to determine the relative concentration of anti-SARS-CoV-2 antibodies in the sample [10]. Results were interpreted according to the COI. The COI was determined by an equation based on the sample-to-positive control signal ratio. COI<0.9 was interpreted as negative for IgM/IgG, 0.9<COI<1.1 was indeterminate, and COI≥1.1 was positive for IgM/IgG.

EDI™ Novel Coronavirus COVID-19 IgM ELISA Kit (hereafter, IgM ELISA) and EDI™ Novel Coronavirus COVID-19 IgG ELISA Kit (hereafter, IgG ELISA) utilize the microplate-based enzyme immunoassay technique for qualitative/semiquantitative antibody detection [11, 12]. ELISA with the serum samples was performed according to the manufacturer’s instructions. In the assay procedures, “anti-human IgM antibody—human COVID-19 IgM antibody—horseradish peroxidase (HRP) labeled COVID-19 nucleoprotein antigen” and “COVID-19 recombinant antigen—human anti-COVID-19 IgG antibody—HRP labeled anti-human IgG tracer antibody” are formed in the microplate for IgG and IgM tests, respectively. These immunocomplexes were incubated with substrate solution, and the optical densities (ODs) of each well were measured in a spectrophotometric microplate reader. With the OD of negative controls, positive and negative cutoffs of each microplate were calculated according to package inserts. ODs between the negative and positive cut-off were interpreted as indeterminate results. Additionally, the sample-to-positive control OD ratio (S/P ratio) was obtained; S/P ratio higher than 1.0 was interpreted as a positive result.

Study design and statistical analysis
For time kinetics evaluation, 97 serial samples from 17 symptomatic patients with COVID-19 were assessed following time frames according to the days (d) past symptom onset (PSO); 1–7
d (22 samples from 8 patients), 8–14 d (26 from 14), 15–21 d (20 from 11), 22–35 d (12 from 6), 36–49 d (12 from 8), and ≥50 d (5 from 3).

Dataset was entered into Microsoft Excel (Microsoft, WA, USA) and analyzed using R version 3.6.1 (http://www.R-project.org/). Seropositive rates were calculated according to the time frame, and graphical representation of time kinetic results with smoothing splines was carried out using R version 3.6.1.

To determine the diagnostic accuracy of serologic assays for COVID-19, diagnostic sensitivity and specificities were calculated subdivided by PSO of ≤14 d and >14 d. To determine the concordance of serologic assays, Cohen's κ value and total agreement percentage were calculated using 3-by-3 crosstab analysis. The κ values were interpreted according to the criteria proposed by Landis & Koch [13] as bad for values of 0.01–0.20, fair for 0.21–0.40, moderate for 0.41–0.60, strong for 0.61–0.80, and almost perfect for 0.81–1.00.

**Results**

**Time kinetics of antibodies against SARS-CoV-2**

Fig 1 shows the kinetic results for patients with COVID-19 at different PSO periods assessed by two serologic assays according to COI and S/P ratio values. The two assays showed similar antibody time kinetics to each other. The smoothing splines of both assays showed that IgM and IgG antibody titer rapidly increased after 7 d PSO. For IgM, the smoothing splines of both assays reached a peak at 15–35 d PSO and then gradually decreased. For IgG, the smoothing splines gradually increased and remained at similar levels at 22–35 d PSO. Detailed results from two serologic assays are provided in S1 Table.

Seropositive rates of patients with COVID-19 according to PSO days are listed in Table 1. IgM seropositive rates before 7 d PSO was 12.5% (1/8) from both assays. Both assays showed the highest IgM seropositive rate in the period of 15–21 d PSO. IgG seropositivity of samples obtained before 7 d PSO was lower than 12.5%, and it reached 100% at 22–35 d PSO. One patient showed negative results on 36–49 d PSO from IgG ELISA, but positivity by AFIAS.

![Fig 1.](https://doi.org/10.1371/journal.pone.0240395.g001)
Diagnostic accuracy of serologic assays for COVID-19

The diagnostic accuracy of serologic assays is listed in Tables 2 and 3. For AFIAS, the diagnostic sensitivity of IgM/IgG for ≤14 d PSO was 21.4%/57.1% and 41.2%/94.1% at >14 d PSO, with specificity of 98.5%/94.2%. For ELISA, the diagnostic sensitivity of IgM/IgG for ≤14 d PSO was 21.4%/35.7% and 52.9%/88.2% at >14 d PSO, with specificity of 100.0%/96.4%.

Table 1. Seropositive rates of 17 patients with COVID-19 according to days post symptom onset.

<table>
<thead>
<tr>
<th>Days post symptom onset</th>
<th>IgM</th>
<th>IgG</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>AFIAS</td>
<td>ELISA</td>
</tr>
<tr>
<td>01-Jul (N = 8)</td>
<td>12.50%</td>
<td>12.50%</td>
</tr>
<tr>
<td>(1/8)</td>
<td>(1/8)</td>
<td>(1/8)</td>
</tr>
<tr>
<td>Aug-14 (N = 14)</td>
<td>37.50%</td>
<td>14.30%</td>
</tr>
<tr>
<td>(3/8)</td>
<td>(2/14)</td>
<td>(8/14)</td>
</tr>
<tr>
<td>15–21 (N = 11)</td>
<td>54.50%</td>
<td>72.70%</td>
</tr>
<tr>
<td>(6/11)</td>
<td>(8/11)</td>
<td>(10/11)</td>
</tr>
<tr>
<td>22–35 (N = 6)</td>
<td>33.50%</td>
<td>33.50%</td>
</tr>
<tr>
<td>(2/6)</td>
<td>(2/6)</td>
<td>(6/6)</td>
</tr>
<tr>
<td>36–49 (N = 8)</td>
<td>25.00%</td>
<td>12.50%</td>
</tr>
<tr>
<td>(2/8)</td>
<td>(1/8)</td>
<td>(8/8)</td>
</tr>
<tr>
<td>&gt;50 (N = 3)</td>
<td>0.00%</td>
<td>33.30%</td>
</tr>
<tr>
<td>(0/3)</td>
<td>(1/3)</td>
<td>(3/3)</td>
</tr>
</tbody>
</table>

Abbreviation: COVID-19, coronavirus disease 2019; AFIAS, AFIAS COVID-19 Ab (Boditech Med Inc., Chuncheon, Republic of Korea); ELISA, EDI™ Novel Coronavirus COVID-19 IgG/IgM ELISA Kit (Epitope Diagnostics, Inc., San Diego, CA)

Diagnostic accuracy of serologic assays for COVID-19

Table 2. Diagnostic performance of AFIAS COVID-19 Ab for COVID-19 according to days post symptom onset with 17 patients and 137 negative controls.

<table>
<thead>
<tr>
<th>AFIAS COVID-19 Ab*</th>
<th>Sensitivity (%)</th>
<th>Specificity (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>IgM</td>
<td></td>
<td></td>
</tr>
<tr>
<td>≤14d</td>
<td>21.4 (7.7–47.4)</td>
<td>98.5</td>
</tr>
<tr>
<td>&gt;14d</td>
<td>41.2 (94.5–99.9)</td>
<td>(21.7–63.9)</td>
</tr>
<tr>
<td>IgG</td>
<td></td>
<td></td>
</tr>
<tr>
<td>≤14d</td>
<td>57.1 (32.7–78.5)</td>
<td>94.2</td>
</tr>
<tr>
<td>&gt;14d</td>
<td>94.1 (88.7–97.2)</td>
<td>(73.2–98.8)</td>
</tr>
<tr>
<td>IgG and/or IgM</td>
<td></td>
<td></td>
</tr>
<tr>
<td>≤14d</td>
<td>71.4 (45.5–88.1)</td>
<td>94.2</td>
</tr>
<tr>
<td>&gt;14d</td>
<td>100 (88.7–97.2)</td>
<td>(81.8–99.8)</td>
</tr>
</tbody>
</table>

Abbreviation: COVID-19, coronavirus disease 2019

Diagnosis of COVID-19 was made by real-time reverse transcriptase polymerase chain reaction with respiratory specimens

Boditech Med Inc., Chuncheon, Republic of Korea

Days post symptom onset

95% confidence interval

https://doi.org/10.1371/journal.pone.0240395.t001

https://doi.org/10.1371/journal.pone.0240395.t002
For the 137 negative controls, 12 (8.8%) samples showed positive or indeterminate results from any of the two serologic assays. The details of their antibody profiles are listed in Table 4.

For IgM, 2 samples (1.5%) showed positive or indeterminate results by AFIAS, and they were all negative by ELISA. For IgG, 9 (6.6%) samples showed positive or indeterminate results. Among them, 1 sample (0.7%) was positive by both assays.

Among 6 negative controls with past medical history of CoV other than SARS-CoV-2 infection, there was no seropositivity or cross-reactivity in IgM or IgG with any assay.

Concordance between two serologic assays

The concordance between serologic assays was assessed. For IgM, $\kappa$ value was 0.40 (0.25–0.55, fair agreement) with a total agreement rate of 87.0% (82.2–90.7%). For IgG, the $\kappa$ value was 0.75 (0.67–0.84, strong agreement) with a total agreement rate of 89.8% (85.4–93.1%).

Discussion

A beta-coronavirus, SARS-CoV-2 is the seventh member of the Coronaviridae family of viruses and is the causative agent of COVID-19 in humans [14]. Molecular testing of respiratory tract samples to detect SARS-CoV-2 RNA remains the preferred diagnostic test for patients with COVID-19. However, interest in using serologic assays to detect antibodies against SARS-CoV-2 is also increasing [8]. Unlike molecular testing, serologic assays are indirect viral testing, and it is important to understand the kinetics of the immune response against SARS-CoV-2. Currently, serologic assays targeting COVID-19 are highly variable in their assay principles or formats, which include ELISA, lateral flow immunoassays, chemiluminescent immunoassays (CLIA), and microsphere immunoassays [2, 8, 15–20]. They also differ in the SARS-CoV-2 antigens used, such as recombinant nucleocapsid protein or spike protein [8]. Furthermore, there is insufficient performance characteristics data for each assay and lack of
commercially accessible reference tests. Rigorous verification study with serially collected serum from COVID-19 patients is required to ensure analytic performance and clinical accuracy.

The observed antibody kinetics against SARS-CoV-2 were consistent with common findings of acute viral infectious diseases [21, 22]. Time kinetics results showed that most signal intensities (COI for AFIAS, S/P ratio for ELISA) of IgM and IgG from both tests were below the cut-off at 1–7 d PSO. After that, the signal values of IgM and IgG from both tests increased rapidly. The COI of IgG continued to increase until 22–35 d PSO and was maintained at similar levels thereafter. The COI of IgM reached a peak at 15–35 d PSO and then gradually decreased. The patterns of IgG and IgM titer kinetics were also similar to those of previous studies of COVID-19 [2, 15, 20, 23–25]. However, the timing of IgM seroconversion varies among published studies. Among 8 patients at ≤7 d PSO in the present study, only 1 patient (12.5%) showed positive results by both assays. This was discordant to several other studies in which a significant number of patients showed IgM positivity in this period. Guo et al reported that IgM antibodies were detectable in 85.4% (35/41) of COVID-19 patients before 7 d PSO [23], and Xiang et al. reported 47.4% (9/19) IgM positivity with samples obtained before 9 d PSO [15]. Using CLIA, Padoan et al. also reported 58.3% IgM positivity before 9 d PSO (7/12)
[2]. Studies concordant to our study also exist. Tan et al. reported that IgM can be detected in patient samples at 7 days PSO in only 10.3% of patients [24], Tuallion et al. revealed that samples collected during the first six days of COVID-19 symptoms were rarely reported using six commercial point-of-care tests [20], and Yang et al. concluded that values were lower than 15% using cyclic enhanced fluorescence assay [25]. Those discordances may stem from differences in severity, antibody detecting methodology, and/or definition of the date of first symptom onset. Until now, the number of studies investigating time of IgM seroconversion is limited. Further studies with various assay techniques and large subject numbers are needed to elucidate this discordance.

The sensitivities of IgM antibody detection were as low as 21.4% (same in both assays) in the samples collected ≤14 d PSO and 41.2%~52.9% in samples >14 d PSO. These findings indicated that in patients infected with SARS-CoV-2, IgM seroconversion may not develop or might not be detected until the middle or late stages of infection. In other words, SARS-CoV-2 infection may be missed based on IgM seropositivity; thus, IgM tests must not be solely used in COVID-19 diagnosis and should be used only as a supportive tool in addition to molecular tests. In addition, although the specificities of IgM tests were satisfactory (above 98.5% in this study), IgM titers in patients with SARS-CoV-2 infection showed a significant reduction after 35 d PSO, their utility in detecting past infection or epidemiologic studies is limited. Taken together, we did not observe any benefit of using IgM testing for COVID-19.

The sensitivity of IgG samples from ≤14 d PSO was as low as 35.7%~57.1%, but it sharply increased for >14 d PSO to 88.2%~94.1%. This means that almost all patients with COVID-19 showed seroconversion after 14 d PSO, and IgG seronegative subjects in this period are considered less likely to be infected with SARS-CoV-2. In addition, both assays showed 94.2~96.4% of IgG specificities and increased IgG titers in COVID-19 patients were maintained. Thus IgG serologic assays can be useful for ruling out SARS-CoV-2 infection after 14 d PSO, detecting past infection, and epidemiologic surveys. Nevertheless, caution is always needed for immunocompromised patients or those with mild symptoms after SARS-CoV-2 infection because their antibody titers may be lower than those of other patients [26, 27].

In the present study, 7.3% (10 of 137) of the negative control group showed IgG (10 samples, 7.3%) seropositivity from one or both assays; 5 samples were from AFIAS, 2 samples were from ELISA, and 3 samples were from both assays. The possible causes of IgG positivity in non-COVID-19 patients include non-specific reaction by serum substances or true positivity. The former can be resolved by assessing samples with other serologic assays, using different antigens to detect antibodies, and the latter implies that subjects had past asymptomatic infections that are currently not vigorously investigated. Xiang et al. reported that 5% (3/60) of the negative control group showed IgG seropositivity [15], similar to our results. One concern regarding SARS-CoV-2 serologic assay specificity is potential cross-reactivity with antibodies to common circulating CoVs, including HCoV-229E, HCoV-NL63, HCoV-OC43, or HKU1 [8]. Among 6 non-COVID-19 patients in this study who had past infection history of other HCoVs, no patient showed seropositivity by both assays. However, our study included a small number of patients who had history of other common HCoV. Further investigation of cross-reactivity to common HCoV is needed using a large number of study subjects and various assays.

In this study, we did not report the PPV and NPV. The PPV and NPV of a test depend heavily on the prevalence of what that test is intended to detect; however, we do not currently know the exact prevalence of SARS-CoV-2 antibody positive-individuals in the community, and the prevalence may change based on the duration [28]. A prevalence based on molecular tests may be helpful but may also be inaccurate or underestimated [29]; this is because all suspected patients are not tested, and asymptomatic infection may also be present. Assuming a
prevalence of 0.1% for AFIAS, the estimated PPVs of IgM/IgG for \( \leq 14 \) d PSO and \( > 14 \) d PSO were 1.4%/1.0% and 2.7%/1.6%, respectively, with estimated NPVs of 99.9%/100% and 99.9%/100%, respectively. For ELISA, the estimated PPVs of IgM/IgG for \( \leq 14 \) d PSO and \( > 14 \) d PSO were 100%/1.0% and 100%/2.4%, respectively, with estimated NPVs of 99.9%/99.9% and 100%/100%, respectively. Nevertheless, these are estimated values, and the exact PPV and NPV must be calculated with an appropriate prevalence for each community.

AFIAS, the point-of-care FIA test, has several advantages compared to other assays. The assay time for antibody analysis is relatively faster (less than 20 min.) than other assays, and the analysis procedure is simpler especially compared to ELISA format tests [15, 24]. It also has relatively simple requirements. An automated fluorescent immunoassay system is utilized for analysis. The point-of-care bench-top analyzer is relatively compact compared to other automated assays. For these reasons, AFIAS COVID-19 Ab could be useful, especially in resource-limited settings.

This study has several limitations. First, the relatively small number of patients with COVID-19 and their sample sizes could have affected the study outcomes. The small sample size of the negative control group could have also affected the specificities of the assays. Second, antibody detection with another reliable validated method was not available for comparison studies. Because the analytical performances of immunoassays vary, another serologic assay would be helpful to interpret disagreement results between AFIAS and ELISA. Finally, because the number of days PSO was highly dependent on patient memory, it is likely inaccurate to within a few days.

In conclusion, we demonstrated that IgM and IgG antibodies against SARS-CoV-2 in patients with COVID-19 were mainly detected after 14 d PSO, IgM levels reached a peak level at 15–35 d PSO and gradually decreased, and IgG levels reached a peak level and remained at similar levels after 22–35 d PSO. Testing for antibodies against SARS-CoV-2, especially IgG, has the potential for ruling out SARS-CoV-2 infection after 14 d PSO, detecting past infection, and epidemiologic surveys.

Supporting information
S1 Table. Details of serologic test results from AFIAS COVID-19 Ab and/or EDI™ Novel Coronavirus COVID-19 IgG/IgM ELISA Kit for 17 symptomatic COVID-19 patients. (PDF)

Acknowledgments
We thank Boditech Med Inc. for providing the AFIAS COVID-19 Ab for this study. Boditech Med Inc. provided technical support only and had no role in the study design, data collection, and interpretation.

Author Contributions
Conceptualization: Jin-Won Chung, Mi-Kyung Lee.
Formal analysis: Oh Joo Kweon, Yong Kwan Lim, Min-Chul Kim, Seong-Ho Choi.
Investigation: Oh Joo Kweon, Yong Kwan Lim, Min-Chul Kim, Seong-Ho Choi.
Software: Yong Kwan Lim, Hye Ryoun Kim, Jin-Won Chung.
Visualization: Yong Kwan Lim, Hye Ryoun Kim, Jin-Won Chung.
Writing – original draft: Oh Joo Kweon.
Writing – review & editing: Mi-Kyung Lee.

References


29. Tanne JH. Covid-19: US cases are greatly underestimated, seroprevalence studies suggest. BMJ. 2020; 370:m2988. https://doi.org/10.1136/bmj.m2988 PMID: 32709608