
Supplementary Table 2. Performance characteristics of the Oncofocus test.  

 

 

*Positive predictive value 

**Negative predictive value 

 

 

 

 

 

 

 

 

  SNVs Indel CNV Fusions 

PPV* >99% >99% >99% >99% 

NPV** >99% >99% >99% >99% 

Accuracy >99% >99% >99% >99% 

Sensitivity >99% 89% >99% >99% 

Specificity >99% >99% >99% >99% 




